Complication of bovine pericardial buttress: pulmonary pseudotumor.
A 38-year-old man reported progressive back pain 4 years after undergoing partial resection of the lung for spontaneous pneumothorax, using staples buttressed with bovine pericardium. Chest computed tomography detected a mass near the staple line. Resection of the mass was performed successfully and the pain was relieved. The excised material was identified as an inflammatory pulmonary pseudotumor caused by the buttressing material.